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Noise vs. Channel number at the output of the test board (detector not yet 
connected.
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Pulse shape: signal vs. strobe delay for 4 fC calibration pulse
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Gain: 26.5 mV/fC

Response curve: average signal at the output of the test board from 32 
channels vs. charge from on-chip calibration capacitors. 


